ion MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
Al ?'f STATE PUBLIC HEALTH LABORATORY

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REFORT REPORT #7
Complets lhis report in duplicate at the fime of the regular monthly preventalive mainlenance check{ pefgpygp ¢ vt i ppaired,
Send copy o Department of Heaith and Senfor Services; relain original in depariment fife. B8y Carol Day at 9:48 am, Jul 13, 2015
ALCO SENSOR IV 8N PRINTER &N DATE OF INSPECTION
062093 093.3563.014 07/07/2015
LOGATION OF INSTRUMENT {STREET AND CITY) TIME OF INSPECTION
1001 Heroes Way, Sugar Creek 10:37 pm

CHECKLIST: Piace a mark In the box by aach Herm if found to be satlsfactory or If operaling within established Hmits. {Write In observed val-
ues where determined.} Unmarked items must be corrected hefore using instrumant.

BIGITAL READQUT (ALL ELEMENTS OPERATIONAL)

TEMPERATURE OF ALCO SENSOR {10°G - 40°C)

PRINTER WORKING PROPERLY

IZ’ TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS
SIMULATOR SOLUTION {1 COMPRESSED ETHANOL-GAS MIXTURE

ExP. DATE 03/09/2017

STANDARD SUPPLIER Guth Lahoratories LOT # 15050

SIMULATOR TEMPERATURE (34°C =0.2°C) ___34.0  sIMULATOR s __SD3136 _ SIMULATOR EXP DATE 07/07/2015

CALIBRATION CHECK ~ (ONLY OME STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three losts using a standard solutlon. Al thres lesls must be within £5% of the slandard value and must have a spread of .005 or
less. Check lhe box corresponding to the standard solulion baing used. (PRINTOUT ATTACHED})
/] 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
|} 0.080% STANDARD - MUST READ BETWEEN 0,076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1= 098 TEST 2 % (99 TEST3 < 400

/] RF1 DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 (0-.04) 0 (0509 1 (t0-14 O (1s-.19y O (OvEr.19) 0

List any new pans and describe any alteration or modificalfon that was made to restore the instrument to oparate satisfaclorily and within
established limits (use other slde il necessary).

\ w M/ Woesley H Edwards
TELEPHONE NUMBER

TYPE It PERKIT NUMBER/EXPIRATION DATE
(816) 252-7085

230200/ 09/19/2015
Return completed report to the: Brealh Alcohol Program, MO Depariment of Health and Senior Services, Southeast Dis¥rict Ofiice
2875 James Boulevard

Poplar Bluff, MO 63501

O EB0:1351 {6-10) AN ECUAL OPPORTUNITYIARIRVATIVE ACTRON EMPLOYER
- ssnees provided ¢n a nendsolminatyoy bas's

LAB. 114



®
&I& GUTH LABORATORIES, INC,’

530 NORTH 67th STREET 8 HARRISBURG, PA 17111- 451 ® TELEPHONE; T17-584.8470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Sampl.es of Lot Number 15050 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on Mareh 11, 2015, using a Perkin Ehmer Gas
Chromatograph Autosystem XI. S/N: 610N9030209, and found to contain
0.1218% (wfvol) ethyl alcohol. The expiration date for this lot
number is March9,2017 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C /- .2°C, this solution will give & breath alcohol
analysis instrument reading of 0,100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

peyZ2uut

Ted L, Pauley, President
GUTH LABORATORIES, INC,

NIST Traceqbility:
Testing was conducied using Ceriliiant Reference Standard lot number FNOSDS5SI30I whose

values are traceable ro NIST.
Al balances are calibrated annually by an outside agency uwsing NIST traceable weights.

Calibration verification is done prior to each use utilizing NIST traceable weights.
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